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INTRODUCTION: 


Background:  Significant  improvements  have  been  made  in  mammography  over  the  past 
two  deeades;  however,  all  current  existing  radiographic  systems  rely  on  X-ray  absorption 
to  define  the  differences  between  normal  and  abnormal  tissues.  Given  the  complexity  of 
imaging  breast  tissue,  there  are  charaeteristics  and  findings  that  are  difficult  to  interpret  or 
missed  entirely  by  conventional  methods.  A  new  radiographic  imaging  method. 
Diffraction  Enhanced  Imaging  (DEI),  has  been  proposed  to  extend  the  capabilities  of  the 
current  standard  and  inerease  detection  of  occult  disease. 

Objective/Hypothesis:  This  study  is  designed  to  compare  the  fine  structural  detail 
provided  by  DEI  under  several  tissue  preparation  conditions.  The  preparation  variables 
include  the  pressure  used  to  eompress  the  tissues  and  the  use  of  air-filled  versus  water- 
filled  containers  for  imaging.  The  effects  of  these  conditions  will  be  evaluated  for  each 
of  the  standard  DEI  output  modalities.  Our  hypothesis  is  that  compression  pressure  will 
have  no  significant  effect  upon  the  imaging  of  fine  structural  detail.  This  could  reduce  the 
need  for  breast  compression  whieh  is  a  uniformly  unpleasant  component  of  eonventional 
mammography. 

Specific  Aims:  (1)  To  determine  whether  eompression  is  needed  with  Diffraction 
Enhanced  Imaging  to  see  the  same  structural  detail  as  in  eonventional  mammography. 

Study  Design:  Collect  images  of  masteetomy  and  breast  specimens  at  different  levels  of 
compression  using  both  digital  mammography  and  DEI.  Once  collected,  a  reader  study 
will  be  eonducted  where  radiologist  readers  will  score  images  taken  at  different 
compression  levels  according  to  which  images  yield  the  most  information. 

Relevance:  Differences  between  healthy  and  cancerous  tissues  are  very  small  and 
scattering  of  X-rays  can  lead  to  blurring  and  lower  contrast,  making  it  difficult  to  detect 
small  tumors.  DEI  produces  images  of  the  refraetion  and  apparent  absorption  of  an  objeet, 
which  allows  for  visualization  of  objects  that  are  difficult  to  interpret  with  mammography 
such  as  thread-like  fibers  that  characterize  some  malignant  tumors.  This  project  will 
determine  whether  DEI  is  able  to  produce  detailed,  high  resolution  images  of  breast  tissue 
without  eompression. 

Training  Plan:  The  training  necessary  for  completion  of  this  project  will  be 
encompassed  under  the  doctoral  requirements  of  the  Department  of  Biomedical 
Engineering  and  School  of  Medicine. 
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BODY: 


Despite  recent  improvements  in  mammography  imaging  systems,  breast  cancer 
continues  to  rank  as  one  of  the  leading  causes  of  death  in  women,  with  an  estimated 
182,000  new  cases  and  44,000  deaths  each  year.^  The  current  standard  for  mammography 
is  a  screen-film  system,  and  numerous  large  randomized  screen  trials  show  that  screen- 
film  mammography  reduces  breast  cancer  mortality  by  approximately  1 8-30%?’  ^  In 
conventional  mammography  as  well  as  general  x-ray  imaging,  differences  in  tissue 
densities  and  composition  are  shown,  due  to  absorption,  as  contrasting  areas  in  the  image 
allowing  visualization  of  tumors  or  changes  in  tissue.  The  problem  is  that  differences 
between  healthy  and  cancerous  tissues  are  very  small,  and  scattering  of  x-rays  can  lead  to 
blurring  and  lower  contrast,  making  it  difficult  to  detect  small  tumors.  These  small 
tumors,  if  missed,  will  continue  to  grow  imtil  such  time  that  their  size  and  density  is 
sufficient  for  visualization.  Given  the  fact  that  cancer  is  a  time  dependent  disease, 
detecting  malignant  areas  at  an  early  stage  is  paramount. 

What  if  a  second  contrast  mechanism  could  be  added  to  the  information  already 
obtained  through  the  density  of  tissue?  The  unique  physical  characteristics  of  Diffiaction 
Enhanced  Imaging  (DEI)  allow  for  one  to  investigate  both  density  and  refi:action. 
Malignant  areas  of  tissues  may  have  similar  densities,  which  will  not  produce  a  great  deal 
of  contrast.  However,  they  may  have  significant  differences  in  the  way  that  they  refract  x- 
rays.  For  example,  the  fine  speculations  that  extend  fi-om  cancers  are  highly  refi’acting 
and  are  clearly  seen  with  the  DEI  imaging  technique.  Preliminary  studies  have  indicated 
that  DEI  offers  a  significant  advantage  over  conventional  x-ray  systems.  Seven  breast 
cancer  specimens  were  examined  with  DEI  and  compared  with  digital  radiographs  of  the 
specimen.  Six  of  the  seven  cases  (86%)  showed  enhanced  visibility  of  surface 
spiculations  that  correlated  with  histopathologic  information,  including  extension  of 
tumor  into  surrounding  tissue^ 

The  overall  goal  of  the  DEI  Development  Group  is  to  build  a  clinical  imaging 
prototype,  but  the  system  is  currently  in  a  laboratory  form  at  the  National  Synchrotron 
Light  Source.  As  currently  implemented,  using  synchrotron  radiation,  the  DEI  method 
uses  a  single-energy  (monochromatic)  fan  beam  of  x-rays — ^instead  of  the  broad 
polychromatic  energy  beam  of  conventional  imaging  systems.  The  object  or  tissue  is 
scanned  through  the  beam  and  the  data  is  recorded  on  a  detector.  This  method  of  line 
scan  imaging  reduces  scatter  and  increases  visualization  of  low-contrast  areas  that 
otherwise  would  be  lost.  An  example  of  the  increased  visualization  ability  can  be  seen  in 
the  radiographs  below.  The  American  College  of  Radiology  test  phantom  is  often  used 
for  quality  assurance  and  testing.  Notice  the  spectacular  visualization  of  both  the  tumor 
mass  simulations  and  calcification  simulations. 
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In  contrast  to  conventional  x-ray  systems,  the  DEI  system  utilizes  a  perfect  silicon 
crystal  to  collimate  the  x-ray  photons  as  they  leave  the  object  being  imaged.  Why  is  this 
important?  Photons  can  do  several  things  when  they  interact  with  matter,  and  one  of  the 
most  common  events  is  scatter.  The  more  photons  scatter,  the  more  the  image  will  be 
blurred.  Since  many  indicators  of  breast  cancer  are  in  the  30-50  micron  range,  even  a 
minimal  amount  of  scatter  will  obscure  these  regions.  To  coimteract  this  effect  breast 
tissue  is  compressed  for  a  typical  mammogram,  thus  reducing  the  change  that  the  photons 
will  scatter,  TTie  level  of  compression  needed  results  in  a  considerable  level  of  discomfort 
and  pain  for  patients.  The  hypothesis  set  forth  in  this  proposal  is  that  the  components  of  a 
DEI  imaging  system  will  reduce  or  eliminate  the  need  for  breast  compression.  It  is 
believed  that  the  filtering  effect  of  the  silicon  analyzer  crystal  will  be  far  more  effective 
than  mechanical  compression  of  the  breast. 

The  system  is  still  in  its  experimental  stages,  so  actual  patient  imaging  is  still 
prohibited.  In  order  to  ascertain  the  effects  of  compression  on  visualization,  it  was 
decided  that  mastectomy  specimens  would  provide  insight  into  this  question.  A  set  of 
tissue  compression  plates  have  been  built  to  simulate  the  mephanical  compression  that 
would  occur  in  a  typical  mammogram.  They  have  been  constructed  out  of  Lucite  and 
have  an  imaging  area  of  90mm  by  90  mm.  Different  levels  of  compression  can  be  applied 
by  adjusting  the  compression  screws  on  the  side  of  the  device. 

One  problem  that  has  arisen  is  the  availability  of  adequate  mastectomy  specimens. 
Tissues  have  been  and  are  currently  being  collected  from  cadavers  as  well  as  from  the 
Surgical  Pathology  Department,  per  Institutional  Review  Board  Protocol.  Samples 
obtained  from  Surgical  Pathology  are  excellent  samples,  but  they  are  often  cut  for  clinical 
analysis  and  are  generally  14  to  %  the  size  of  an  intact  breast.  Samples  from  cadavers 
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have  not  been  cut,  but  there  has  been  some  degree  of  difficulty  finding  specimens  with 
appropriate  regions  of  interest.  Four  samples  from  Surgical  Pathology  have  been  imaged, 
as  well  as  two  cadaver  mastectomy  specimens.  The  cadaver  specimens  have  been 
collected  from  the  UNC  School  of  Medicine,  and  the  remainder  of  specimens  required 
will  be  obtained  in  early  August. 

In  order  to  maximize  efficiency,  the  image  processing  tasks  required  for  viewing 
have  been  performed  on  the  tissues  already  imaged.  This  database  of  images  will  be  used 
for  a  reader  study  scheduled  to  begin  as  soon  as  a  sufficient  number  of  appropriate  tissues 
have  been  obtained. 

Below  are  examples  of  the  images  that  have  been  obtained  thus  far.  Notice  the 
exceptional  visualization  of  the  speculations  extending  from  the  central  cancer  in  both 
figure  1  and  figure  2.  Each  of  the  images  is  evaluated  by  an  expert  breast  imager,  Etta  D. 
Pisano,  M.D.,  before  they  are  added  to  the  reader  study  database. 
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Once  the  remaining  samples  have  been  obtained  and  imaged,  they  will  be 
processed  and  analyzed  by  an  experienced  pathologist.  This  will  give  the  pathologic  truth 
necessary  to  complement  the  reader  study. 


TRAINING; 

The  training  environment  provided  by  the  lab  of  Dr.  Etta  Pisano,  M.D.  and  the 
coursework  training  from  the  UNC  Department  of  Biomedical  Engineering  has  been 
critical  to  the  execution  of  this  grant  proposal.  Diffraction  Enhanced  Imaging  is  a 
promising  but  complicated  topic,  requiring  significant  training  to  properly  conduct  the 
research.  I  have  now  completed  two  years  of  engineering  coursework  focused  on  x-ray 
physics  and  medical  imaging.  The  resources  provided  by  this  grant  have  helped  me 
secure  the  knowledge  necessary  to  determine  this  most  critical  aspect  of  the  Diffraction 
Enhanced  Imaging  Development  Project. 


KEY  RESEARCH  ACCOMPLISHMENTS: 


-Obtained  four  breast  specimens  and  two  full  mastectomy  specimens.  Continuing  search 
for  more  specimens  from  bodi  the  UNC  Surgical  Pathology  department  and  cadaver 
specimens  from  the  UNC  School  of  Medicine  to  complete  image  database 

-Created  and  built  4  tissue  compression  holders  for  study 

-Imaged  four  breast  specimens  and  full  mastectomy  specimens  at  Brookhaven  National 
Laboratory  and  on  the  Fischer  Digital  Mammography  system  at  UNC  Hospitals 

-Begun  processing  of  images  for  reader  study  including  registration  of  image  pairs 

-Developed  and  tested  image  viewer  to  be  used  for  reader  study 
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REPORTABLE  OUTCOMES: 


Presentations  Based  on  Research  from  this  Grant: 

Parham,  CA.  Medical  Applications  and  Physical  Characterization  of  Diffraction 
Enhanced  Imaging.  Brookhaven  National  Laboratory  Seminar  Series.  July  2002. 

Parham,  CA.  Medical  Applications  and  Physical  Characterization  of  Diffraction 
Enhanced  Imaging.  UNC  Biomedical  Engineering  Research  Review.  April  2003. 


DEI  Image  Database: 

All  of  the  images  obtained  for  the  reader  study  vvill  also  be  added  to  a  DEI  tissue 
database  that  can  be  used  for  secondary  analysis  by  other  members  of  the  DEI  research 
team.  There  is  an  enormous  amoimt  of  physical  information  contained  in  the  images,  and 
the  database  was  created  to  extract  as  much  of  this  information  as  possible. 

Manuscript: 

A  manuscript  of  this  project  will  be  written  and  submitted  for  publication  at  the 
conclusion  of  this  study. 
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